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Rintojen läpivalaisulamppu verta sisältävien kohteiden osoittamiseen
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THE EDGE

THE EDCE

Blood Lactate Monitoring System

5yr

warranty
I i
-Memory Capacity 300 Results with date and time
“HotRang: 35~50%

Coefiicient of Variation :  <5% in measuring range
-Operation Temperature :  10°C~40°C

+PC Interface : USB Via RS232 Interfac
“Power Supply : 3V Lithium Coin Cell x 1
Size © 100x55x20 mm
Weight : 849 with battery

‘The EDGE Meter.
Test Strips.

Auto Lancing Device.
Monitor Checker.
Batteries

Code Card

Wallet

User's Guide

Log Book
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e — ‘Memory capacity 100 sets
pecoeon Biosensor based

“Measuring Method

metal test strips.
‘Measurement range ~ 7-24 gldL
“Hgb and Het 20-70%
“Reaction time 5 seconds
~Sample Volume 1L
“Blood Source Capillry and venous whole blood
124x75x30 mm
120g without battery
Two 1.5V AAA bateries
“Operation 10-40°C,
conditions relative humidity less than 85%
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Eclipse Alc Hemoglobin Alc POC Analyzer

The Eclipse Alc offers a fast and easy way to measure HbAlc in a
physician's office setting or long term care facilty where speed and
convenience counts most. HbATc can be measured in just 3 simple steps
and the result is certified by National Glycohemoglobin Standardization
Protocol (NGSP) to ensure accuracy.

@ Fully Automatic @ Barcode Scanner

@ USB Connection @’j Direct to Printer

X 5 Simultaneously
@ Quick Testing Time 0 Shows 3 Units

Specification

Measurement Range : 4-14% HbATC Weight (g) without Batteries : 1200g

Testing Time (seconds) : 5 - 6 minutes Sample Volume (pL) : >0.5uL

Dedicated port for printer, USB

Dimension (mm) : D248mm x W162mm x H95mm  Data Output
and optional barcode scanner

250 memory sets with date and

Memory Capabilities : fime
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Simple

A high level of automation makes taking a measurement &
reading the value effortiess

Fast

60-sec

Acurate

87%, high accuracy vs Autolab 18 automatic biochemical
analyzer blood glucose

Pain-Free

No blood samples is needed for a test which means

completely pain-free use.
Cost Efective

The product does ot require a strip or other disposable for
the testing process, no incur any long-term costs any more.

testing process, no incur any long-term costs any more.

A noninvasive glucose measurement system based on the
method of metabolic heat conformation ( MHC), Base on
quantity of heat dissipation, blood flow rate of local tissue and
degree of blood oxygen saturation Integrated various sensors
for signal collection and input, a processing circuit Conversion
and amplification and a microprocessor to calculate the values
of parameters (blood  glucose concentration, oxygen
saturation, hemoglobin concentration, blood flow volume,
pulse, ambient temperature and humidity, and shell
temperature and humidity), finally display the result through
bluetooth display into personal devise and storage.
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GlucoSure ADVANCE Il Blood Glucose Mg
System

Hematocrit is often being pointed out as a major interference in bf
glucose monitors. The GlucoSure ADVANCE Il Blood Glucose Monil
System incorporates advanced algorithm and sensing technoloj
dramatically improve the testing result on blood samples with e]
hematocrit range to ensure more accuracy in each testing.

e Neonatal available Small Sample Volume

@ GDH-FAD 9 Strip Ejection

Quick Testing Time

Autocoding









